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Advances in miniaturized surgical instrumentation are key to less demanding and safer medical interventions. In cardiovascular
procedures interventionalists turn towards catheter-based interventions, treating patients considered unfit for more invasive ap-
proaches. A positive outcome is not guaranteed. The risk for calcium dislodgement, tissue damage or even vessel rupture cannot
be eliminated when instruments are maneuvered through fragile and diseased vessels. This paper reports on the progress made in
terms of catheter design, vessel reconstruction, catheter shape modeling, surgical skill analysis, decision-making and control. These
efforts are geared towards the development of the necessary technology to autonomously steer catheters through the vasculature,
a target of the EU-funded project CASCADE (Cognitive AutonomouS CAtheters operating in Dynamic Environments). Whereas
autonomous placement of an aortic valve implant forms the ultimate and concrete goal, the technology of individual building blocks
to reach such ambitious goal is expected to be much sooner impacting and assisting interventionalists in their daily clinical practice.
Keywords: Robotic catheters, cognitive surgical robotics, fluidic actuation, automatic registration, 3D reconstruction, SCEM, real-
time FEM, continuum robot control, teleoperation, skill analysis, machine learning, autonomous catheter control
1. Introduction
Cardiovascular diseases (CVD) form the single most com-
mon cause of death in Europe. With over 4 million
deaths per year, CVD is responsible for close to half of
all deaths in Europe.1 In the United States of America
(USA) 31.3% of mortalities can be attributed to CVD.2
Catheter procedures are among the most common surgi-
cal interventions used to treat CVD. Due to their min-
imal access trauma, these procedures extend the range
of patients able to receive interventional CVD treatment
to age groups dominated by co-morbidity and unaccept-
able risks for open surgery.3–6 The downside associated
with minimising access incisions lies at the increased com-
plexity and difficult manipulation of the instruments and
anatomical targets. These aspects can be attributed to
the loss of direct access to the anatomy and poor visu-
alisation of the surgical site. Steering compliant catheters
through a fragile cardiovascular system, under the pres-
ence of slack, friction and disturbances such as induced by
physiological motion, is a complex and demanding task.
1
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Figure 1. Building blocks on the way towards cognitive au-
tonomous catheter navigation.
The physical and mental load associated with these
procedures could lead to human errors7 and sub-
optimal outcome.8–10 Robotic system developers such
as Hansen Medical Inc. (Mountain View, California),
Stereotaxis Inc. (St. Louis, Missouri), Corindus Vascu-
lar Robotics, Inc. (Waltham, Massachusetts), Catheter
Robotics Inc. (Mount Olive, New Jersey) and Magnetecs
Inc. (Inglewood, California) responded by offering the clin-
icians ergonomic workstations from where robotic catheters
are steered via teleoperation. While these systems reduce
the physical load, improvements are still possible to reduce
the mental load, the surgical outcome and the overall level
of invasiveness of these procedures.
The EU-funded project CASCADE is set to develop
technology to control robotic catheters in a fully au-
tonomous manner through the vessel system. It is clear that
a great number of technical, clinical and regulatory aspects
need to be addressed in order to be able to steer catheters
in a reliable manner. Fig. 1 displays a non-exhaustive list
of technical aspects that have been identified and elabo-
rated upon within CASCADE. Autonomous catheter navi-
gation requires sophisticated control algorithms (advanced
control) that steer the catheter according to adequate and
timely navigation plans (planning, guidance). The ade-
quacy of the generated plans is to be continuously re-
evaluated and adjusted as the intervention progresses. The
system’s response should be in line with that of today’s
expert interventionalists. Objective assessment of surgical
skill is thus a must (skill analysis). Plans should reflect
the changing reality, which thus needs to be quantified
(intra-operative modeling). For this, pre-operative data and
models are to be put in the right context (registration)
and then updated through online measurements (intra-
operative sensing/modeling). While this process takes place
implicitly when experts, relying on prior experience, con-
duct an intervention, it must be formulated more explic-
itly when autonomous robotic catheters are concerned.
Progress in actuation technology (local actuation) might
be key to further reduce the invasiveness of catheter-based
interventions. Damage might be reduced if catheters were
more compliant and capable to respond in a coordinated
and dynamic manner to accommodate to the fragile envi-
ronment. Obviously, a flexible and versatile development
environment is necessary to prototype all involved technol-
ogy. Such environment should not be restricted to the soft-
ware architecture which is to be user-friendly and readily
expandable, it should also foresee tools for verification and
validation, be it computational (e.g. virtual reality simula-
tion) or physical (synthetic testbeds) allowing quick in-vitro
testing. A further means to speed up prototyping exists in
establishing a teleoperation control interface. By giving the
surgeons access to the newly developed catheters it becomes
possible to benefit from their experience early in the process
and derive appropriate steering and guidance methods.
While each building block contributes to the higher
goal of autonomous catheter navigation, it is believed that
progress on individual building blocks could independently
create added value on a shorter term. As such the devel-
opments could contribute to improve the quality of robot-
assisted, but also of manually-executed, catheter interven-
tions. Similarly, although CASCADE focuses on one par-
ticular procedure namely TransAortic Valve Implantation
(TAVI), the followed approach and key technologies could
transfer to other interventions as well, such as endovascular
aortic aneurysm repair,11 transcatheter mitral valve repair
or replacement12 or treatment of cardiac arrhythmia.13
The paper is structured as follows. After detailing the
clinical application and making the case for robot-assisted
treatment in TAVI (Sec. 2), an overview of the progress
per building block is offered in Sec. 3-7. Conclusions and
directions for further work are sketched in Sec. 8.
2. Case for Robot-Assisted TAVI
2.1. Clinical aspects of TAVI
Aortic stenosis is the most common condition requiring
valve surgery in the developed world. The incidence of aor-
tic stenosis is increasing due to an aging population. Only
in the USA, about 85000 aortic valve replacements are
performed annually.14 When the aortic valve is partially
stenosed the strain on the heart muscle increases and the
heart function eventually decompensates. Survival rates af-
ter onset of symptoms in severe aortic stenosis are dismal,
as low as 50% at 2 years and 20% at 5 years.15 Surgical
aortic valve replacement (AVR) is the current standard of
care, but it has been estimated that between 30% and 60%
of patients do not undergo AVR, owing to advanced age,
left ventricular dysfunction, or the presence of multiple co-
existing conditions.16,17 However, with surgical treatment,
the prognosis is excellent if the patient is otherwise in rel-
atively good condition.
Patients with high peri-operative risks that were pre-
viously classified as inoperable, can now be operated with
TAVI.3–6 When the transfemoral approach is followed, as
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depicted in Fig. 2, a guidewire, sheaths and catheters are
introduced into the femoral artery and navigated through
the vessel system. The main function of the guidewire is to
find and establish a passage through the remaining open-
ing of the native calcified valve. Typically several attempts
are made to cross the opening. The interventionalist will
try to limit the interaction force during these attempts so
as to minimize the risk for calcium dislodgement. After the
guidewire is put into place a catheter with embedded bal-
loon is advanced by sliding it over the guidewire. When
centered at the level of the native valve, the balloon is di-
lated to create space. A delivery catheter with valve im-
plant is advanced next. The interventionalist manipulates
the catheter to align the implant perpendicular to and cen-
tered with a plane through the aortic annulus. During valve
delivery, positioning is based on fluoroscopy. Direct visual-
isation of the native valve is difficult. Due to the nature
of the disease, most stenotic valves are calcified, so the in-
terventionalist will try to infer the position of valve and
annulus from observing the calcium. Additionally, angiog-
raphy dye may be injected to clarify the valve position.
Depending on the manufacturer of the implant the valve is
self- or balloon-expanded. Care is taken to keep the implant
well-aligned during expansion. During the implantation the
heart is typically arrested by rapid pacing.
Transfemoral TAVI is less invasive than an open pro-
cedure and complementary to a transapical approach, but
nevertheless presents considerable challenges and risks:
• operation under low-quality two-dimensional view with
limited soft-tissue discrimination;
• patient and surgeon are exposed to ionizing radiation;18
the contrast agent is demanding for kidneys and could
cause allergic reactions;18
• bad controllability of catheter; limited bandwidth due to
slack, friction, and catheter compliance;
• little control over interaction, possibly causing dislodge-
ment of plaque or calcium, tissue damage or rupture;19,20
• lengthy procedure involving many preparatory steps in-
cluding the introduction of a guidewire, of a catheter to
dilate the native valve, of a stabilizing sheet and so on;
• safety issues arise as the surgeon is working in a non-
ergonomic manner under high mental and physical load.
Interventionalists experience problems in locating and
crossing the opening into the native calcified valve.
• While attempting to cross the native valve undesirable
and intense contacts could arise, resulting in dislodge-
ment of plaque or calcium that, taken up in the blood cir-
culation, could end up in the brain and result in stroke;10
• to simplify crossing of the valve rapid pacing is applied to
arrest the heart temporarily, which should be cautiously
used and kept short (≤ 15s according to Webb et al.21);
• care must be taken that the implant is well aligned and
does not migrate inside the heart or towards the coro-
naries. If not the risk for damaging the heart muscle or
blocking the coronaries grows. Morena et al. reported an
overall mortality during the procedure of 2.3%;8
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Figure 2. Transcatheter Aortic Valve Implantation; [left] aor-
tic anatomy, trajectory followed by valve placement catheter;
[right-up] fluoroscopic image of aortic annulus, balloon dila-
tion to make place for valve implant; [bottom-right] view upon
stenotic aortic valve.
• if the cathether and associated valve is badly oriented
this may lead to paravalvular leakage.9
Compared to surgical aortic valve replacement (AVR),
transcatheter aortic valve replacement (TAVR) shows a
lower mortality rate (33.9% vs. 35%), yet the prevalence of
strokes or major vascular complications is higher in TAVR
compared to AVR: 11.2% to 6.5% and 11.6% versus 3.8%,
respectively.2 These figures clearly demonstrate the neces-
sity to further reduce the invasiveness of the procedure.
2.2. Objectives for robot-assisted TAVI
While some of abovementioned issues are addressed by
state-of-the-art robotic technology;22,23 existing commer-
cial solutions from Hansen Medical, Corindus, Stereo-
taxis Catheter Robotics or Magnetecs are not intended
for TAVI.22 It is unclear whether they meet the require-
ments in terms of compliance, payload, bandwidth and
precision needed to align valve implants. Whereas the
catheters steered by the NIOBE (Stereotaxis) and CGCI
(Magnetecs) systems are compliant, they are not designed
for the payload of TAVI. Systems from Hansen Medi-
cal or Corindus rely on exchange of several assemblies of
catheters, guidewires and guiding sheaths. Operating those
fairly stiff devices in a fragile, calcified environment is not
without risk for calcium dislodgement or tissue damage.
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The high number and exchange of instruments is consid-
ered disadvantageous as air bubbles, responsible for air em-
bolisms, could be introduced as well.24
From discussions with clinicians the following needs
were established. A solution is needed (a) dedicated to
TAVI, (b) that is less dependent on damaging imaging
techniques; (c) cuts down in the number of components
(guidewires, sheaths, catheters), which could therefore re-
duce execution time; (d) limits the need to arrest the heart
through rapid-pacing; (e) offers improved awareness of and
control over the interaction between catheter and vascula-
ture, e.g. identifies side-branches and risk prone areas such
as plaques, calcification or aneurysms; (f) allows more de-
tailed control of the catheter tip (aiming at improved valve
positioning and alignment); (g) reduces physical and men-
tal workload; (h) when operating autonomously, provides a
predictive display indicating future catheter actions; (i) is
interruptable, allowing smooth transfer to teleoperated or
manual intervention. Some quantitative requirements are
listed in Table 1. Note that these values are indicative and
must be confirmed experimentally e.g. be through the tech-
nology developed in CASCADE developed technology.
To address these needs, in accordance with the
basic vision expressed in Fig. 1, CASCADE aims to
progress following key technologies: (a) catheter actuation
(SubSec. 4.2); (b) intra-operative sensing (SubSec. 4.1);
(c) intra-operative modeling (Sec. 5); (d) skill analysis and
planning (Sec. 6); (e) advanced robotic control (Sec. 7), to-
wards a new type of cognitive catheter that autonomously
navigates through the vessels and, in the envisioned use
case, is capable of adequately positioning and aligning valve
implants. A dedicated software framework, a carefully en-
gineered Virtual Reality (VR) environment and synthetic
test-beds, described next (SubSec. 3.1-3.3), are considered,
key enablers, providing essential support in prototyping
and deploying all developed hardware and algorithms.
Table 1. Selected requirements for robotic TAVI established
after discussion with clinicians; (1) most distal part from valve
implant to tip should be limited in length not damage the heart
muscle; (2) mainly to push through trocar; (3) obtained from.25
catheter O.D. ≤ 7mm
minimal effective length ≥ 1150mm
maximal lenght distal to valve ≤ 50mm (1)
minimal bending radius 30mm
insertion - retraction force 40N (2)
distal DoFs, number 2 or more
–, velocity ≈ 210mm/s (3)
–, acceleration ≈ 3900mm/s2 (3)
–, bandwidth 5Hz
tip position accuracy 1.3mm
shape measurement accuracy 3 mm
tip interaction force ≤ 5N
total execution time ≤ 10min
3. Instruments for prototyping
catheter-based interventions
3.1. CASCADE software framework
Fig. 3 gives a glance on the interface of the software archi-
tecture that has been devised.26 The architecture addresses
the needs from software developers, who want a platform
that allows efficient development and prototyping, and in-
terventionalists for whom this forms the main window to
the vasculature, the catheter and a vast amount of infor-
mation that is generated by sensors and models. To ensure
reliable control and timely operation the framework follows
a component-based philosophy. All functionality is encap-
sulated in loosely coupled components. The Robot Operat-
ing System (ROS 27) messaging system is used to commu-
nicate between components. Components that require hard
real-time operation rely on Open Robot Control Software
(OROCOS 28). Components can be switched on and off on
the fly allowing quick configuration of the system for any
particular test. Data can be logged and replayed for anal-
ysis. Through a hardware abstraction layer abstraction is
made of the actual hardware that is used. In fact, software
components are ignorant as to whether they are communi-
cating with a real catheter and testbed or with a virtual
catheter. Neither does the catheter driver know whether
the commands it is receiving come from any of the au-
tonomous controllers or from an operator who tele-operates
the catheter through a joystick. The adopted architecture
promotes embedding redundancy at multiple levels, which
is advantageous from safety perspective. Not only can sen-
sors and algorithms be fused relatively easy, when compo-
nents underperform or sensors brake, other sensors or even
virtual sensors can come in. The user can overtake the pro-
cedure to teach difficult parts or as a fall-back if all other
fails.
Figure 3. View upon CASCADE development environment:
[left] functionality can be selected online; [right] Aorta3DViewer,
one of the visualisers available during the intervention; high-
lighted parts of three-dimensional (3D) mesh undergo finite el-
ement analysis.
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3.2. Virtual Reality Environment
While the catheter is inserted into the vasculature, it flexes,
bends and adapts its shape to the surrounding vessel. The
overall interaction with the vessel is highly complex and
cannot be captured by a simple set of analytical formulas. A
VR environment has been built to simulate this behaviour
and speed up development and testing. Compared to real-
world experiments, simulations in VR requires practically
no setup time; experiments can be repeated at wish. An-
other important feature is the availability of ground-truth
information which simplifies assessment of the performance
of algorithms. Clearly, the realism of the simulation envi-
ronment is crucial as it determines the confidence one can
attach to conducted analyses.
Methods based on mass-spring models,29,30 finite ele-
ments31 or discrete versions of the Elastic Kirchhoff Rod
theory32,33 have been proposed to simulate guidewire or
catheter behaviour. CASCADE progresses the work by
Konings et al. who predict the behaviour of a guidewire by
minimizing the joint energy of guidewire and surrounding
vessel.34–38 The underlying idea is that since the overall
motions are relatively slow, a quasi-static approximation
of the catheter/vessel is justifiable. Under this assumption
the catheter comes at rest in an equilibrium state after
each simulation step taking on a shape where the aggre-
gated energy (of catheter and vessel) is minimal. The algo-
rithm of Konings et al. , originally designed for simulating
guidewires, was expanded for simulating robotic catheters,
relying on more realistic friction models and allowing sim-
ulation of distal actuated sections.
Figure 4. CASCADE VR simulation environment for rapid
prototyping of catheters and algorithms. Here, sensor-based re-
construction of the catheter’s shape (green line) is evaluated by
comparison with the simulated ground-truth (black/grey line);
[left] fluoroscopy viewer - [right] catheter 3D viewer.
VR was used a.o. for prototyping novel catheters (Sub-
Sec. 4.2 and 4.1), generating data-sets for machine-learning
(SubSec. 7.3), testing modeling techniques (SubSec. 5.2),
but also for user tests (SubSec. 6.1, 6.3) and catheter con-
trol experiments (SubSec 7.2) were it helps synthesize con-
trollers for experiments in the synthetic testbed.39–41 Fig. 4
gives a view upon the VR environment featuring apart from
a 3D-viewer a.o. a fluoroscopy viewer providing familiar im-
ages to the clinicians.
3.3. Synthetic perfused test-bed development
A higher level of evidence or confidence is associated with
real-world experiments. Both from an ethical viewpoint42
as for practical reasons it is found opportune, to invest in
the development of dedicated synthetic testbeds to validate
algorithms and hardware. Requirements for such testbeds,
further detailed by Kvasnytsia et al.,43 are:
• geometry containing ascending aorta with left and right
coronary artery bifurcation, aortic arch with brachio-
cephalic, left common carotid and left subclavian artery,
abdominal aorta with mesenteric, left and right renal and
common iliac artery;
• geometric accuracy and reproducability - consistent to
the 3D data used a.o. in the virtual reality and other
computational models;
• realistic mechanical properties - responding naturally to
physiological phenomena and catheter interaction;
• compatibility to relevant sensors a.o. with Magnetic Res-
onance (MR), Computed Tomography (CT), electromag-
netic tracking (EMT) and ultrasound (US);
• versatility - replicating patient specific anatomy
e.g. aneurysms, calcifications or other risk prone areas;
• robustness - allowing frequent passage of experimental
catheters;
• cost efficiency - enabling validation under varying condi-
tions and geometries;
• good transparency, allowing visual confirmation of the
catheter and the use of cameras to simulate fluoroscopy.
Since customization of current commercial bench top mod-
els such as the silicon models provided by Elastrat Sarl
(Gene´ve, Switzerland), United Biologics (Tustin, Califor-
nia) or Fain Biomedical Inc. (Nagoya, Japan) is costly
and only offers limited control over material properties, it
was decided to design and develop dedicated test-beds and
models for CASCADE. Several testbeds were engineered as
summarized in Table 2. All testbeds were built from real
patient data. CT data was segmented using the Mimics In-
novation Suite® (Materialise NV, Leuven, Belgium). This
data was also used in the VR environment (SubSec. 3.2)
allowing comparison and transfer of learned knowledge.
First, some simple 2D testbeds were built whereby a
segmented aorta was projected onto a 2D plane. The ves-
sel lumen was laser cut from a polycarbonate plate which
was put in a sandwich structure with two other polycar-
bonate plates. Along similar lines a 2D deformable model
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(a)
(b) (c) (d)
(e) (f)
(g)
Figure 5. 3D printed testbeds - (a)/(b) CAD and printed rigid SLA model; (c)/(d) CAD and printed HeartPrintFlex model;
(e)/(f) multimaterial inkjet 3D model from HeartPrintand IntraVascular UltraSound (IVUS) image. Calcifications visible in (e)
appear clear in corresponding IVUS image (f); (g) New hybrid silicon casted model showing good transparency and flexibility.
was made. Silicon (EcoFlex 0050, FormX, Amsterdam, The
Netherlands) was poured in a polycarbonate mold to form
a 7mm thick aortic wall, this was then sandwiched between
2 polycarbonate plates.
Rigid 3D models were made from stereolithography
(SLA, wall thickness 2 mm, surface smoothing and cos-
metic finishing step, Fig. 5.a,b). It was verified that 95% of
the surface elements lie within an interval of [−0.5, 0.5] mm
from the original model. So it was found justifiable to use
the Computer-Aided Design (CAD) data as a ground truth
for the model’s geometry.
For the more advanced experiments deformable 3D
models were used. A first set was printed from Heart-
PrintFlex (wall thickness 1.5 mm). The mechanical prop-
erties approach those of the human vasculature44 as was
verified through uniaxial tensile tests. Utilizing multimate-
rial inkjet, 3D printing calcifications can be incorporated
into this model (Fig. 5.e). Additionally, the model showed
excellent US compatibility. Fig. 5.f shows also the calcifi-
cation. The robustness of this material was found restric-
tive for CASCADE as unlimited passage of catheters is re-
quired. Therefore a modular setup was made (Fig. 5.c/d) to
easily replace damaged parts. In parallel, a novel hybrid sil-
icon casting technique was developed. These models showed
superior robustness and excellent transparency (Fig. 5.g),
good ultrasound compatibility and mechanical properties.
Embedding calcifications in the hybrid silicon cast process
is costly as it would call for many manual steps and was
therefore not attempted at this point.
A dedicated perfusion system was made to replicate
the blood circulation. The system consisted of a volumet-
ric pump that injects a controlled volume of fluid into a
chamber connected via two non-return valves (simulating
the mitral and aortic valve) to the synthetic vasculature.
Calcium and mineral oil was added to the perfused water
so as not to jeopardize the visibility while offering simi-
lar ultrasound properties and friction as in the vasculature.
A support structure was designed to provide anatomically
correct positioning of the vessel. The support was designed
to allow, upon perfusion, deformation that is similar to the
physiological motion from heartbeat and breathing.
Table 2. Properties of the in CASCADE developed synthethic
test-beds, legend: [×] pass; [o] borderline; [ ] not investigated
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2D polycarbonate × ×
2D Ecoflex 0050 × × ×
SLA Fig. 5.a/b × × ×
HeartPrintTM Fig. 5.c/d/e/f × × o o × ×
HybridSiliconCast Fig. 5.g × × × × ×
4. Self-aware dynamic catheters
Excellent dynamic properties are needed to precisely align
a valve implant while the heart is still beating. Good know-
ledge of the own pose - catheter shape - with respect to the
surrounding vasculature is essential to determine appropri-
ate steering actions. This section describes the progress in
catheter development towards catheters that are self-aware
(SubSec. 4.1) and that can safely operate in a dynamic and
deformable environment (SubSec. 4.2).
4.1. Intra-operative sensing
As the vasculature is compliant and subject to deformation
from physiological phenomena, but also distorts through
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the inserted guidewires and catheters, one should not rely
too much on pre-operative data for navigation. In clinical
practice interventionalists use fluoroscopy and inject con-
trast agent to get a better sight on the vasculature. In order
to reduce the dependency on and complement the infor-
mation obtained from fluoroscopy, intra-operative proprio-
and exteroceptive sensors can be used providing up-to-date
measurements from within the vasculature.
4.1.1. Sensors for catheter proprioception
While fiber optic sensing technologies are seen as a promis-
ing method for catheter shape sensing,45,46 this technol-
ogy is still under development and was only briefly touched
within CASCADE (Fig. 6(e)).47 Electromagnetic tracking
was found a convenient and mature alternative for catheter
proprioception.11 A number of miniature EMT sensors
(Aurora, Northern Digital Inc. (NDI), Waterloo, Ontario,
Canada) can hereto be distributed over the catheter length.
In CASCADE for example an Aurora Micro 6 DoF EMT
sensor with 0.8mm outer diameter (O.D., Fig. 6(a)) is in-
tegrated at the catheter tip and 0.5mm O.D. 5 DoF Au-
rora sensors are distributed strategically along the catheter
length. The EMT sensors measure the catheter pose at
40Hz, with a precision of about 0.9 mm and 1 deg within
the field generator’s working volume. An adequate distri-
bution of EMT sensors was determined in VR. By avoiding
sources of external disturbance and using an NDI Tabletop
field generator distortions have been kept minimal. Com-
pensation methods48 might become necessary when moving
towards the clinic.
4.1.2. Sensors for exteroception
Information on the relative distance to the vessel wall, on
the proximity of aneurysms, bifurcations, plaque or cal-
cium, is extremely valuable as such knowledge could be
used to steer the catheter more intelligently past these
risky areas. Where now clinicians are to infer this infor-
mation indirectly e.g. from fluoroscopy and contrast agent,
through catheter-mounted exteroceptive sensing it becomes
possible measure and hence exploit this information in a
more direct fashion. Amongst the different imaging modal-
ities such as based on ultrasound (intravascular ultrasound
or IVUS),49 optical coherence tomography (OCT),49 an-
gioscopy,50 MRI51 or infrared vision,52 IVUS is found a
mature and widely used technique. Aside from its capa-
bility to detect vascular abnormalities, withing CASCADE
it is used to capture the entire vessel wall (i.e. also the
more normal parts). For example the Visions PV.035 ®
or predecessor PV8.2 ® (Volcano Corporation, San Diego,
California) provides a 30mm radius cross-sectional view of
the vessel at 20Hz update rate, and this along a section
perpendicular to the probe. Forward Looking IVUS probes
(FLIVUS) would find great use e.g. to detect the aperture
in the native calcified valve, but this technology is still un-
der development.53 Flow sensing could be used to provide
similar information as a peak in blood flow is expected in
the vicinity of the valve opening. In a sense flow gives us
thus also a kind of forward-looking (of side-ways at side-
branches) view into the vasculature. Fig. 6(d) shows a
flow-sensing catheter (TrackCath, Medyria AG) that has
been used. Also force sensing could help improve safety as
it would allow avoiding large forces/and stresses from de-
veloping at the catheter tip. The TactiCath, a 3.5mm di-
ameter, 1g force resolution, fiber optic tri-axial Fabry-Perot
force sensing catheter (Fig. 6(b) and (e)) (St. Jude Medical,
St. Paul, Minnesota) was tested within CASCADE.
(b)
EMT
PV 0.035
Flow sensor
TactiCath EMT
EMT
6 Fr(a) (c)
(e)
(d)shape sensor
Figure 6. Selection of sensors and catheters with embedded
sensors: (a) 6DoF EMT sensor (Aurora® NDI); (b) sketch of
TactiCathforce sensor; (c) catheter with IVUS and EMT; (d)
flow-sensing catheter with embedded EMT; (e) force-sensing
catheter with EMT.
4.2. Fluidic actuation
Traditional cable-actuated catheters suffer from friction
and non-isotropic behaviour. These effects complicate dy-
namic coordinated control of the distal Degrees of Freedom
(DoFs) and make it difficult to maneuver the catheter pre-
cisely in fragile and dynamic environments such as in the
vicinity of the aortic annulus.54 Several researchers have
looked into catheter control in a dynamic context. Kesner et
al. introduced an approach for mitral valve repair featuring
motion-compensation to account for heart beat.55,56 While
appealing, the system only deals with a single DoF, thus
not allowing adjustment of the orientation. Vrooijink et. al.
proposed a robotic delivery sheath for transapical TAVI.57
Similar to traditional commercial robotic catheters, its tip
is articulated by two pairs of antagonistic tension wires.
Friction and backlash within the system limit the dy-
namic range. This limitation will be even more problem-
atic when moving to transfemoral TAVI. Shape Memory
Alloy (SMA)-based solutions58,59 also exhibit a fairly slow
dynamic response due to the thermomechanical phenom-
ena involved. SMA actuation compares favourably to cable-
based approaches when many active DoFs are needed. As
the number of cables rises these catheters become increas-
ingly stiff, making it easier to damage surrounding tissue.
For a fairly recent survey of robotic catheters refer to Fu et
al.60 Fluidic actuation, as progressed by Ikuta et al., was
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found to be among the more appealing approaches as the
associated compliance offers a certain amount of intrinsic
safety.61 At the same time increasing the number of DoFs
does not necessarily imply a prohibitively stiff catheter.
Whereas, Ikuta made use of a series of bellows supplied
by a single pressure line, the authors looked at more pow-
erful actuation methods, embedding McKibben muscles in
their catheters.62 The VR environment (SubSec. 3.2) was
used to determine appropriate location, length and bending
characteristics of the muscles for a TAVI39 catheter.
Fig. 7 shows the distal part of a catheter with two
2DoF bending segments and 4 pairs antagonistic mus-
cles. The muscles were made with balloons from 1.96mm
O.D. Silastic RX50 medical grade tubing (Dow Corning
Corp., Michigan, USA) and a 2.2mm O.D. metallic braid
(29° braid angle). A 7mm diameter laser cut nitinol back-
bone structure completes the active element. This catheter
shows excellent robustness, controllability and a bandwidth
exceeding 8Hz.63 However, since the muscles are fairly large
there is no space for a working channel. Efforts were con-
ducted to miniaturize the muscles. By shifting to a poly-
imide braid and 0.94mm O.D. tubing muscles of 1.1mm
O.D. were obtained, opening up good perspectives for fur-
ther miniaturisation.62,64 These new muscles were incorpo-
rated in the final valve deployment catheter.
Figure 7. Picture and CAD-drawing of a distal section of a flu-
idic actuated catheter62–64 with 4 pairs of antagonistic muscles
inside a nitinol backbone.
4.3. Valve deployment catheter
After experimentation with the different actuation and
sensing technologies, the valve deployment catheter as de-
picted in Fig. 8 was designed. The catheter contains two
active segments, one at each side of the valve implant. In
addition to eight supply lines (4×2 muscles) a ninth central
supply line serves to inflate a balloon that is to expand the
valve implant. For convenience the Edwards Sapien valve
(Edwards Lifesciences, Irvine, California, USA) is shown in
a semi-inflated position. When crimped, its O.D. - and that
of the entire catheter - will be not more than 7mm. As
Figure 8. View upon valve deployment catheter consisting out
of an active segment proximal to and an active segment distal
to the valve that is going to be deployed. 6 EMT sensors are
distributed over the catheter length, further incorporated are
an IVUS sensor and flow sensor mounted at the catheter tip.
the developed controllers are geared to avoid contact be-
tween the catheter tip and the vessel wall alltogether, flow
sensing is selected in favour of force sensing in this ver-
sion. The catheter is further equiped with 6 EMT sensors
(4 indicated) and an IVUS sensor at the tip. The current
version meets the requirements in terms of total O.D., ef-
fective length and achievable bending radius. However the
length of the segment distal to the valve should be still
reduced in order to avoid contact with the heart muscles.
Also extra effort is to be paid to improve the robustness of
the catheter as some muscles broke after a limited number
of passages through the vasculature.
5. Intra-operative modeling
Self-aware catheters acquire timely information from within
the vessel. Information that, after some processing and
modelling, could offer additional insights and enhance
the operator’s or controller’s awareness of the state of
the catheter/vessel system. A number of different intra-
operative modeling techniques, described next, demon-
strate how intra-operative (intravascular) measurements
could be exploited advantageously.
5.1. Automatic registration of pre-op data
A first obvious expansion of current practice consists of
making better use of the pre-operatively acquired MR/CT
data by augmenting the two-dimensional fluoroscopy im-
ages with it. For this to work both datasets need to be
aligned or registered properly. A review of the basic regis-
tration schemes is provided by Sra et al.65 Current regis-
tration methods, including those applied on catheter proce-
dures,66–68 require a significant amount of human interac-
tion. As this is both time-consuming and error-prone these
methods are hardly applied in clinical practice. Fully auto-
matic registration technology would allow a smoother inte-
gration into the surgical workflow as user involvement could
remain limited to supervision.
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Through use of catheters with intra-operative, in-
travascular sensing capability this becomes possible. For ex-
ample in earlier work, Zhong et al. used IVUS to automat-
ically collect a dense point cloud69 that is then registered
to the pre-operative data using the Iterative Closest Point
(ICP) algorithm. While reducing the efforts for registration,
user interaction is not eliminated with Zhong’s appraoch.
This is because ICP is sensitive to outliers and requires a
suitable initial registration guess to work properly. Within
CASCADE a fast, global registration algorithm, relying on
catheter embarked sensors has been developed.70 The algo-
rithm is fully automatic, but could in fact run continuously
in the background spawning updates and improvements at
regular intervals. The proposed algorithm is a branch-and-
bound stochastic algorithm that was adapted from Papa-
zov et al.71 The algorithm consists of an initialisation step
where pre-operative MR/CT data is pre-processed and the
Euclidean 3D distance transform is computed for the vox-
elized mesh. The branch-and-bound algorithm is applied
next. The sampling method employed by Papazov et al. is
refined to get a more uniform sampling of the transforma-
tion space. Also a new cost function has been proposed. In
order to quickly and safely obtain sufficient intra-operative
data on the vasculature we propose to not only consider
the surface points, i.e. the points located on the vessel wall,
but also to account for lumen points. Lumen points are mea-
surement points of the catheter at locations where it does
not contact the vessel wall. The idea is that incorporating
knowledge on which space is unoccupied might speed up
the convergence, of course under the assumption that the
catheter does not depart from the vasculature (e.g. because
the vessel ruptures). In the case of a sparse set of surface
points, the proposed registration algorithm70 is able to dou-
ble the registration accuracy thanks to these lumen points.
The algorithm has been validated on a deformable Elastrat
phantom model, similar to the HybridSiliconCast described
in SubSec. 3.3. The approach was applied on 2 different
catheters. A first EMT-IVUS catheter was equipped with
an IVUS PV8.2 sensor at its tip. Additionally, it has a sin-
gle 6DoF EMT sensor at its tip as well as 2 5DoF EMT
sensors at respectively 80 and 160mm from the tip.
Figure 9. Data-to-model registration result for (upper row)
EMT-force catheter, and (lower row) EMT-IVUS catheter. Sur-
face points are depicted in red and lumen points in green.70
A second EMT-force catheter possesses a TactiCath force
sensor and 6DoF EMT sensor at its tip and carries 5 addi-
tional 5DoF EMT sensors spaced at 80mm intervals along
the catheter length.
Fig. 9 shows the result of the registration algorithm
with both catheters. EMT sensors are used to identify sur-
face points and lumen points, whereas IVUS and force sens-
ing is used to identify surface points only. The total global
registration process achieved an average registration error
of 3.9 mm after 4.8 s computation for a catheter equipped
with force and EMT sensors, and of 5.1 mm in 7.4 s for a
catheter with embedded IVUS and EMT sensors. This is
comparable to accuracies needed for clinical application, as
reported by Dong et al.67 However, the computation time
is significantly reduced to only a few seconds, and no time
is added due to the registration process itself, since it does
not interfere with the clinical workflow.
5.2. Catheter shape reconstruction
Knowledge of the entire 3D-shape of the catheter could help
planning and assessing risks associated with future steering
actions. At present interventionalists rely on conventional
monoplane fluoroscopy, where all depth information is lost,
for estimation of the catheter shape. Via the EMT sensors
embedded along the catheter length, an online 3D estimate
of the catheter shape can be obtained. Two such methods
have been worked out.
A first method makes use of a set of 5-DoF EMT sen-
sors embedded along the catheter length. These sensors
provide pose information at discrete locations along the
catheter, which through a nonlinear cubic spline fitting,
gives a 3-dimensional estimate of the shape. The objective
function used in this fitting tries to minimize the pose error,
maintain the known distance between sensors (assuming in-
compressibility along axial catheter length) and to reduce
the overall bending energy of the resulting curve. Fig. 10
shows an example of EMT-based shape reconstruction in
the VR environment. Note that when inserted deeper, the
estimation error at the proximal part, whereas prediction
accuracy at the distal part remains of acceptable quality.
A second approach fuses EMT data with a catheter
tracking algorithm based on fluoroscopy. The main ratio-
nale is that if fluoroscopy is present anyway, its use can
at least be reduced to anatomical risk-prone areas where a
highly accurate and reliable reconstruction of the catheter
shape is required. Using a B-spline tube model72 within a
probabilistic framework derived from Bibby et al.’s work,73
the 2D dense information extracted from fluoroscopic im-
ages is combined with the 3D discrete pose of the EMT sen-
sors. In constrast to fluoroscopy-based sensing, the fused
approach offers a full 3-dimensional catheter shape esti-
mate. Compared to pure EMT-based shape sensing, the
approach is expected to show greater robustness and ac-
curacy, as the reconstruction algorithm becomes less sensi-
tive to internal and external electromagnetic interferences.
It could potentially relieve the need of using dedicated
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Figure 10. EMT-based shape reconstruction in VR; ground-
truth in red; root mean square (RMS) and Hausdorff errors
are [left] erms=0.46mm, eh=1.34mm, [center] erms=0.61mm,
eh=1.41mm, and [right] erms=1.61mm, eh=4.39mm.
shielding or performing tedious calibration procedures to
compensate for electromagnetic field distortion74,75 which
do not integrate well with the current surgical workflow.
Promising results for latter approach were obtained from
the VR experiments (Fig. 4). Table 3 summarizes the RMS
and Hausdorff distance between the simulated ground-
truth and the reconstructed catheter using respectively
the first (erms,emt,eh,emt) and second (erms,fus,eh,fus) ap-
proach. Note that white noise with standard deviation of
1.5mm was added to the virtually generated EMT sensor
data in order to simulate electromagnetic disturbances.
Table 3. Evaluation of shape reconstruction er-
rors [mm] using EMT-based and fusion approaches
for different catheter insertion lengths L [mm]
and number of EMT sensors in VR simulation.
L # sensors erms,emt erms,fus eh,emt eh,fus
175 3 1.17 0.59 1.52 0.88
275 4 2.06 1.68 3.96 3.40
385 5 2.76 2.31 4.46 4.43
485 6 1.56 0.88 3.24 1.79
5.3. Intra-operative vessel modeling
Whereas the methods from SubSec. 5.1 and SubSec. 5.2
already reduce the dependency on X-ray fluoroscopy and
contrast agent, they do not yet exploit the full poten-
tial of intra-operative sensing. Inspired by robotic tech-
niques such as SLAM (Simultaneous Localisation and Map-
ping) whereby without any prior knowledge a robot moves
through its environment and incrementally builds up a 3-
dimensional map of its surrounding, CASCADE introduces
SCEM: ‘Simultaneous Catheter and Environment Map-
ping’.47 SCEM is a robust and real-time vessel reconstruc-
tion scheme for endovascular navigation based on IVUS and
EM tracking. The concept is similar to SLAM, the catheter
moves up from the groin, scans the environment - the sur-
rounding vessel - by using IVUS and stitches the obtained
2-dimensional scans to each other to form a 3-dimensional
representation of the vessel wall. In principle, an up-to-date
reconstruction of the vessel could be done in such manner
strongly reducing the need for fluoroscopy.
A number of processing steps, depicted in Fig. 11, are
necessary to reliably extract the vessel contour out of the
raw IVUS image. Once the contour is obtained, it can be
expressed in the absolute coordinate frame of the electro-
magnetic (EM) field generator through a simple kinematic
transformation (an EMT sensor positioned within the lu-
men of the IVUS sensors provides the absolute pose of the
US probe). Scans can then be stitched to form a closed
3D vessel model. For this approach to work the transfor-
mation between IVUS and EMT sensor frames must be
known. It suffices to conduct such calibration once as this is
a catheter-dependent property. A possible calibration man-
ner consists of scanning a known calibration object with the
IVUS sensor on the EMT-IVUS catheter and afterwards
probing the calibration object with a bare Aurora calibra-
tion sensor to get its pose in Aurora coordinates. From
matching the scans, the calibration can then be retrieved.
Whereas the previous implementation treated observations
from IVUS and EMT as exact,47 the newer SCEM+76 al-
gorithm takes uncertainty into account. This reduces the
Figure 11. Processing steps to extract the vessel contour from
IVUS.47 The computed countour is stiched to previous scans to
form an intra-operative vessel model.
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(a) IVUS/EM (b) Proposed
Figure 12. 3D vessel reconstruction with abrupt catheter mo-
tion (errors in mm); (a) SCEM and47 (b) SCEM+ considering
uncertainty and pre-operative vessel morphology.76
vulnerability to errors in the observations and abrupt
catheter motion. SCEM+ first extracts from the IVUS im-
age the contour which represents the inner cross section
of the aorta. Then, the vessel reconstruction is formulated
as a nonlinear optimisation problem by considering both
the IVUS contour and the EM pose as observations, as
well as pre-operative vessel morphology. By considering the
errors and the measurement uncertainty in the optimisa-
tion, SCEM+ is more robust. Especially in the presence of
abrupt catheter motion a significant improvement can be
noticed. Experiments were conducted on both the printed
SLA-model and the HeartPrintFlex testbed. Outcome for
the latter is depicted in Fig. 12a and Fig. 12b for SCEM and
SCEM+ respectively. The figure clearly shows the much
smoother reconstruction from SCEM+. The mean error for
SCEM+ on the SLA testbed were about 0.6mm, whereas
those on the deformable HeartPrintFlex errors were on av-
erage 0.3mm. It is believed that the improved performance
for the reconstruction of the HeartPrintFlex aorta is mainly
caused by its superior US-properties.
5.4. Mechanical vessel modeling
Up-to-date geometric vessel models only capture part of
the interaction as they do not provide a measure of the
forces that are exerted. If incurred stresses are too high
this could lead to dangerous situations: tissue damage,
vessel rupture, dislodgement of calcium or atherosclerotic
plaque.19,77 Through Finite Element Modeling (FEM) of
both vessel and catheter it would be possible to get an im-
proved understanding of these aspects. Within CASCADE
efforts significant steps were made towards intra-operative
use of finite element aorta models. With such technology
interventionalists could re-plan actions and e.g. retract the
catheter when observing stress levels rise unacceptably.
Similarly advanced control schemes could exploit this in-
formation and give precedence to less stressful trajectories.
Figure 13. Real-time update of aorta mesh accounting for
global deformation; input is here an updated geometric model
(aorta center-line) obtained from SCEM. The original aorta
mesh is depicted in grey; overlay of mesh in red.
Creating a real-time FEM model of the vasculature is far
from trivial. Starting from a general approach by Greg-
son et al.78 several attempts and modifications were made
to generate a high-quality hexahedral mesh of the aorta.
While the minimum element quality was improved substan-
tially (scaled Jacobians higher than 0.1), this was found
still insufficient for proper use. Further improvements are
needed. In the meanwhile a general purpose graphics pro-
cessing unit (GPGPU) implementation of the Total La-
grangian Explicit Dynamic (TLED) algorithm79 for soft
tissue FEM simulation was made80 as its good parallel-
lization properties showed good potential for speeding up
the computations. Fiber reinforced nonlinear constitutive
models81 necessary for simulating aortic tissue were imple-
mented and tested in the TLED. Significant performance
improvements were attained, with for simple test-cases,
performance speed ups of 30 to 120 times compared to com-
putation time from current commercial solutions.80 Meth-
ods were futher devised to allow fast online selection of a
specific region of interest. The area around the catheter tip
is of particular interest as large stresses could develop here.
Fig. 3 shows the result of a selection around the tip region.
In addition, a global deformation algorithm was developed.
Based on an updated aorta centerline (e.g. from SCEM),
the entire aorta mesh can be updated (Fig. 13). Then the
updated region of interest is selected for computation. By
combining these components with fast collision detection
schemes it would become possible to get representative es-
timates of ditributed stresses in the vessel.
5.5. Detection of risk prone areas
Risk prone areas such as regions with plaque or calcifica-
tion deposits are better avoided all together. These can
be considered immobile and therefore their pose is pri-
marily determined by the overall deformation of the aorta.
Based on estimates of the locations of these areas, e.g. from
pre-operative CT (SubSec.5.5.1), relying on registration
(Subsec.5.1) or reconstruction techniques (Subsec.5.3),
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their location can be estimated intra-operatively. Addition-
ally their location can be inferred from direct measurements
e.g. from IVUS. This is for example demonstrated for the
case of estimating side branches (SubSec.5.5.2).
5.5.1. Detection of calcification
Different approaches for detecting calcification in CT im-
ages based on supervised machine learning were consid-
ered.82 With the so-called pixel-wise approach, each pixel
in the image is treated separately as a sample that is clas-
sified based on statistical properties from the local neigh-
bourhood. A classifier such as a support vector machine
(SVM) can be used here. In contrast, with a segment-wise
approach, the image is over-segmented. Similar pixels are
clustered prior to feature extraction. Each segment is then
classified as a whole. The simple linear iterative clustering
(SLIC) technique83 has been applied on the latter. SLIC
can be tuned by selecting an appropriate amount and an ap-
propriate level of compactness of the segments. In general,
over-segmentation reduces the amount of training samples
needed to train the classifier. Instead of classifying pixels,
whole segments are treated as input for the classifier. The
distribution of intensity values in the segment is used as fea-
ture vector. Calcified segments with high intensity values
are separated from non-calcified ones with low intensity val-
ues. The classification is done on each CT slice separately
by an SVM with a linear kernel. With the transformation
matrix embedded in the CT slices, the points of detected
calcification are projected into 3D space. The true predicted
calcifications are shown in Fig. 14 along with the mesh that
is generated out of the same CT data. The classification
approach has been evaluated in a two-class (calcification,
other) and three-class setting (calcification, aorta, other).
This led to balanced accuracy results of 0.92 and 0.87 re-
spectively.82 For the two-class setting, from 1, 526, 990 pix-
els belonging to the region of interest, only 6, 222 calcified
pixels have not been detected (false negatives). The true
positive rate amounts to 0.866, the false negative rate to
0.134, and the false positive rate to 0.017.
Figure 14. True positive calcification in 3D aorta mesh.82
Through appropriate registration or intra-operative model-
ing techniques the predicted calcification regions could then
be updated estimating the intra-operative distribution.
5.5.2. Branch detection
Alternatively, risk prone areas can be measured directly,
e.g. through intravascular ultrasound. In fact, IVUS is con-
sidered as the gold standard to detect calcifications84 (see
also Fig. 5(f)). Further, it is clinically known that plaques
within the aorta are more likely to occur in close proxim-
ity to its branches.85,86 Branch detection and automatic
highlighting therefore could help increase the awareness
of these risky areas. Previous approaches in branch detec-
tion in IVUS images and sequences have used shape-driven
methods87 and classification techniques.88 However, these
have mainly focused on the coronary arteries. IVUS im-
ages from 6 catheter pullback sequences were recorded and
pre-processed. Classifiers were trained based on 5 of the
pullback sequences. The remaining pullback was used as
test set for evaluation. Features where obtained that char-
acterize ellipses and circles, from respectively single best
fitted and multiple fitted shapes. To fit multiple geometric
shapes the Hough-Transform (HT) was employed. As clas-
sifier an L1-regularized SVM with linear kernel was applied.
A Gaussian feature normalisation was found to deliver the
best results with median balanced accuracy of ≈ 0.95 and
worst balanced accuracy of 0.85. Additionally, efforts have
been made to devise alternative branch detection methods,
namely based on the lumen shape and the Radon trans-
form(the projection of the image intensity along a radial
line oriented at a specific angle). Initial results have shown
better differentiation of images with branches than images
without, especially over ellipse fitting approaches. The pro-
posed method is computationally inexpensive and allows
for real-time processing on IVUS images. Further work will
be conducted to incorporate this information as the robotic
catheter advances towards the aortic valve.
6. Skill analysis to evaluate and optimize
catheter control
A direct translation of the available geometric, mechanic
and anatomic information towards adequate catheter steer-
ing actions is difficult to achieve. The catheter invariably
follows a complex path, whereby it is often impossible to
avoid touching some risky areas. Experienced interventio-
nalists have, through long years of training, learned to un-
derstand which areas can be contacted or, where contact
cannot be avoided, what level of contact is acceptable. For
an autonomous navigation system it is crucial that it pos-
sesses a similar navigation skill so that it can make the
same trade-offs in a sensible and timely manner display-
ing an equivalent quality in decision making. Even under
non-conventional working conditions e.g. when dealing with
catheters with altered dexterity or offered additional navi-
gation guidance, it is expected that such skill prevails. It is
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thus interesting to tap into the operator’s brain and, while
he/she accommodates to the new situation, maximally ex-
tract displayed navigation strategies. A 4DoF teleoperation
system has been built to access this information. Whereas
little research has been conducted to devise intuitive tele-
operation catheter control schemes in the past and this
research has thus its own merit, the teleoperation system
additionally offers direct access to the operator input com-
mands, which is of great use for objective skill assessment.
As navigation strategies are assumed to vary as the task
proceeds, it would be helpful to identify and attach the
specific stages accross the traject. After presenting some
first results on intuitive teleoperation control and guidance
schemes in SubSec. 6.1, work on episode segmentation is
presented in SubSec. 6.2 to help put the data into the right
context. This information can then be fed to skill assesment
techniques presented in SubSec. 6.3.
6.1. Teleoperation control and guidance
Several works have dealt with catheter teleoperation con-
trol in the past. These works implement specific mappings
between the different DoFs of the master robot and the
slave robot, i.e. the robotic catheter.55,89 However, lit-
tle discussion took place as to which mapping is good to
start with. Especially when it concerns steering complex
multi-DoF catheters in highly dynamic environments this
is an non-trivial question. Active catheters typically com-
bine proximal with distal actuation DoFs, but, the reference
frame in which the distal section is defined is constantly
moving and rotating while the catheter is inserted. Tracking
the motion of this distal section imposes a significant men-
tal load upon the surgeon. Current manual interventions
offer limited control over the catheter distal DoFs, but also
existing commercial robotic systems are not designed for
highly dynamic and coordinated control. Next to the unan-
swered question how to intuitively map user steering com-
mands, the question arises how additional available infor-
mation from models or intra-operative sensing can be pre-
sented to the user such that he/she can easily account for
it and steer the catheter more reliably and with confidence
through the aorta. To answer the first question, a teleop-
eration setup was built as depicted in Fig. 15. The system
consists of a 2-DoF catheter driver that is used to con-
trol the proximal insertion and roll DoFs of various active
catheters. The driver can be adjusted to accommodate dif-
ferent diameter catheters. An in-house built 4-DoF haptic
joystick90 steers the catheter DoFs. Although theoretically
possible, clinicians advised against using the catheter roll-
DoF as such motion would entail a large intrinsic contact
with the vasculature, with consequent risks for plaque or
calcium dislodgement. In first instance, three 3-DoF map-
pings M1, M2, M3 were tested and compared.64 In M1,
the so-called direct joint-based mapping the joystick linear,
yaw and pitch DoFs are mapped to respectively the inser-
tion (in rate control) and 2 pairs of antagonistic muscles,
respectively. In M2, yaw and pitch joystick DoFs map to
master joystick
proximal DoF driver
synthetic testbed
catheter distal section
slave catheter
Figure 15. View on teleoperation setup built to investigate in-
tuitive and efficient catheter steering strategies.64,91
respectively the orientation of the distal bending plane (in
which bending takes place) and bending amplitude. This
requires proper coordinated control of the distal muscles.
The rationale behind M2 is that the catheter curvature
is more or less constant at the aortic arch. Crossing the
arch would require thus less user input (little adjustment
of bending amplitude). Mapping M3 helps taking into ac-
count catheter torsion. The torsion-induced rotation (roll)
of the catheter is measured by a 6DoF EMT sensor embed-
ded in the catheter tip. This rotation is then compensated
for so that an angulation of the master joystick will corre-
spond to a similar pitch or yaw angulation with respect to
a fixed global reference frame.
Experiments were carried out by an expert endovascu-
lar surgeon on the setup depicted in Fig. 15. The employed
catheter consisted of a single 60mm long distal section with
2 pairs of antagonistic fluidic muscles (thus offering 2 dis-
tal DoFs), following the layout of the catheter described in
SubSec. 4.3. Multiple insertions were executed in a flexi-
ble aorta model. These first experiments, reported by Rosa
et al.64 showed that the user performed better with M2,
both in terms of time to reach the aortic valve (p = 0.03),
length of path (p = 0.01) and smoothness of the move-
ments (p = 0.03). These experiments were next repeated
with a larger population including novices and expert sur-
geons.91 This time the in SubSec. 3.2 described VR environ-
ment was used. By shifting to VR, the catheter hardware
could be spared. Experiments could be conducted faster
and more repeatable as well. In these experiments, the bet-
ter mappings M1 and M2 were compared and the effect
of additional visual guidance, depicted in Fig.16 on steer-
ing performance was explored. From these experiments it
was found that if visual guidance was provided the direct
control mapping M1 was significantly outperforming the
bending plane mapping M2 and this was the case irrespec-
tive of the expert level of the participants.91
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6.2. Episode segmentation
Adequate navigation assistance is function of the specific
context since control objectives and loads vary as the pro-
cedure progresses. For fully autonomous motion, the con-
troller should understand and automatically adapt to the
circumstances. A detailed analysis of the surgical workflow
lies at the base of such cognitive system. Segmentation and
identification of surgical episodes or tasks can alert the
surgeon intra-operatively for difficult or risky areas within
particular surgical steps. This can facilitate intra-operative
catheter control and decision making, helping to safely nav-
igate through a fragile and dynamic environment in the
presence of large uncertainty about its properties. The anal-
ysis of the surgical tasks can further help to quantitatively
evaluate surgical skill which migh vary depending on the
specific episode within an entire procedure.
Thus far, workflow analysis has been extensively stud-
ied for minimally invasive procedures. Surgical tools,92 vi-
sual and anatomical cues93 as well as kinematic data94 have
been used to recognise surgical phases and actions. Our
work has focused on the analysis of the workflow of car-
diovascular procedures. More specifically, the workflow of
the TAVI procedure was segmented by expert endovascular
surgeons into 10 surgical tasks including the placement of
a pacing catheter and a guidewire in the femoral vein, the
introduction of an introducer sheath, the pre-dilation of the
valve with a balloon, the delivery of the artificial valve and
evaluation of the valve positioning. Given its central role
within the procedure the ‘Delivery of the aortic valve’ (8th
task in line) was focused upon. This task has been further
segmented into 6 sequential surgical gestures: (1) catheter
Figure 16. View upon setup of VR steering experiments. From
pre- and intra-operative data, fluoroscopic, 3D and endoscopic
views with additional guidance cues are being generated; arrows
showing the relative location of the center-line or informing how
joystick input commands map to catheter tip motion.91
pushed up the descending aorta, (2) catheter pushed
around the aortic arch, (3) catheter pushed down the as-
cending aorta, (4) catheter pulled back in the ascending
aorta, (5) catheter pulled back in the aortic arch, (6)
catheter pulled back in the descending aorta.
An on-line approach for surgical gesture recognition
has been developed.95 Descriptive Curve Coding (DCC)
was used to represent the 3D catheter motion with a set
of motion words. To enable early recognition of partially-
observed gestures, integral histograms of the motion words
are generated to describe a surgical task. The ‘dynamic
bag-of-words’ approach has been used to recognise surgical
gestures, based on dynamic matching of integral histograms
considering the sequential nature of gestures during surgi-
cal tasks. Detailed validation with phantom data has been
performed. The performance of the method has been mea-
sured in terms of the mean accuracy, precision, sensitivity
and specificity of the classification which was equal to 0.97,
0.91, 0.91 and 0.98, respectively over all the gestures. The
results justify the potential clinical value of the technique.95
6.3. Skill assessment
Traditional methods for evaluating surgical expertise con-
sist of written and oral examinations and expert supervi-
sion during experiments on cadavers, animals, inanimate
models or virtual simulators. Assessment takes place us-
ing standardized grading scales (GRS) or checklists with
an expert observing and assigning grades as the trainee
executes a phantom operation. Supervised assessment is
time-consuming and laborious, as well as subjective to a
degree. This prohibits global standardization of technical
expertise. Hereto, a detailed analysis of the state-of-the-
art in endovascular surgical skills evaluation methods has
been conducted.96 Expert endovascular surgeons operate
instruments in a smooth, steady way without jerky and
unnecessary movements.96 For autonomous operation, the
robotic system must emulate the performance of an expert
endovascular surgeon to deal with the challenges and risks
of TAVI as outlined in SubSec. 2.1.
Under CASCADE, a novel approach to evaluate sur-
gical skill has been developed. Empirical evidence suggests
that the level of technical expertise is represented by the
proper handling of surgical equipment in such a way that
this is efficient and minimizes the risk for errors occur-
ring.97,98 In addition, virtually all established endovascu-
lar GRS and checklists contain criteria, that evaluate three
key technical attributes, summarized as: 1) avoiding vessel
wall damage with precise catheter manipulation, especially
near delicate or sclerotic areas; 2) smooth timely catheter
navigation without unnecessary movements; 3) efficient use
of the imaging modalities and contrast agents. Inspired by
this, we expanded skill assessment by focusing on 1) and
2) and hypothesized that quantitative measures extracted
from analyzing medical images and tracking the instru-
ments trajectory, combined appropriately, will contain the
necessary information to discriminate experience levels.
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Figure 17. Image processing steps; Column A - Original fluoroscopy frames with tip position marked (blue - descending aorta, red
- valve crossing); Column B - Binary image with segmented aorta model; Column C - Distance image shows the distance of each
phantom model pixel (white) to the closest point on the vessel wall (first black pixel); higher intensity for higher distance. From
1,B and 2,B more efficient handling by the expert is seen; Column - D employed aorta model and boundaries of the 2 TAVI stages.
Experiments were carried out on an aorta silicon model
(Fig. 17.D), with 12 endovascular surgeons of different ex-
perience (6 novices, 6 experts) using both conventional
catheters and a robotic platform (Magellan, Hansen Med-
ical Inc.). Analysis was performed on recorded fluoroscopy
video sequences. A semi-automated algorithm tracks the
catheter/guidewire tip in the video frames. This informa-
tion allows calculating a number of kinematic features (e.g.
speed, acceleration, jerk). The aorta in the video frames
was segmented and the distance to the vessel wall was com-
puted to evaluate how safe the catheter is navigated with
respect to adjacent vascular tissue. The processing pipeline
and experimental testbed are illustrated in Fig. 17.
Total procedure time, average speed, average accelera-
tion magnitude, dimensionless jerk and average distance (of
the catheters tip and shape) to the vessel wall were metrics
under study. As expected, the two groups demonstrated dif-
ferent procedure times especially when navigating the arch
(p=0.008), with experts completing the tasks faster than
novices. This was also demonstrated by higher values in av-
erage speed and acceleration in both TAVI stages (descend-
ing aorta cannulation, valve crossing). Smoothness was
evaluated with the dimensionless jerk, a metric designed to
be independent of duration and amplitude; experts, demon-
strated smaller median values with the difference being sta-
tistically important (p=0.008) in stage 1. Ultimately, the
features that demonstrated statistical significance served
as inputs for k-means and expectation-maximisation clus-
tering. Participants were classified according to their ex-
perience level with obtained level of accuracy being 83% -
91%;99 results for EM clustering are shown in Fig. 18. The
average distance to the wall did not demonstrate statistical
significance among the two experience groups. However it
was higher when the robotic system was used, particularly
in the stage where the catheter was navigated through the
aortic valve. Based on this, the robotic system appears to
facilitate safer and more precise catheter manipulation.
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Figure 18. EM clustering using procedure time and average
acceleration (11/12 - 91%).
7. Advanced Control
Equipped with new catheters, models and knowledge about
skills, covered in Sec. 3-6, this section introduces a number
of innovative control schemes directed at safe and effective
autonomous catheter control. SubSec. 7.1 explores coordi-
nated control of dynamic, compliant, deformable structures
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such as the catheter’s distal tip. Subsec 7.2 and 7.3 address
the control of entire catheters, following respectively mini-
mum energy principles and machine learning techniques.
7.1. Control of catheter distal section as a
continuum robot
Given the difference in bandwidth between the distal fluidic
actuated tip and the rest of the catheter, in first instance,
an approach was developed that focuses on the control of
the distal part of the catheter. This part is treated as a con-
tinuum robot and abstraction is made of the catheter tail.
Since the distal part has a large compliance this part can
be modelled as a Cosserat rod so that deformations under
externally applied loads can be accounted for. Fast com-
putation schemes were developed to compute the Jacobian
and Compliance matrices of the distal part.100 Relying on
this information position and force control schemes were
derived. Hereto, the eTaSL/eTC, a constraint-based task
formalism101 that allows incorporating a plurality of objec-
tives as constraints, was adopted.102 Position and pivoting
constraints are formulated to control the tip and the base of
the distal section of the catheter (the catheter’s centerline is
made to pass through a fixed point in space). Force control
was formulated via a velocity constraint. It was shown how
such conversion could be done through the use of the for-
ward kinematics and compliance of the distal segment and
by measuring the force at the base of the distal section.102
(a)
(b)
(c)
Figure 19. Experimental setup - (a) flexible link À, represent-
ing the catheter distal section, mounted on ATI force sensor Á,
attached to KUKA LWR Ã via a mounting stage Â; upper left:
close-up of the flexible link; (b) upper right: sketch of setup be-
fore and after applying 0.2N step response on foamy structure
Ä; graph (c) the interaction as function of time: upper plot the
interaction, middle graph the evolution of the tip orientation;
bottom graph position error on base positioning constraint.102
Fig. 19 shows the experimental setup that was con-
structed to demonstrate the proposed approach. The sys-
tem consists of a flexible link (representing the catheter’s
distal section) that is mounted via a force sensor (Nano
43, ATI, Apex, North Carolina) on a Light-Weight Robot
(LWR), an industrial robot from KUKA AG (Augsburg,
Germany). This system is controlled from an unloaded con-
figuration at t=0 s in contact with the wall (black line) to
a loaded configuration (t=20 s, dashed black line), where it
is commanded to apply a reference force of 0.2N upon a soft
environment. At the same time the system is asked to main-
tain the center-line of the mounting frame at a fixed posi-
tion. Such position could e.g. correspond to a non-risky lo-
cation at the aortic wall which could serve as a safe landing
zone for the base of the catheter’s distal section. The graph
shows that a desired force can be applied (bottom), while
the position constraint can be held quite accurately (error
shown in lower graph). It can be observed that the orien-
tation of the catheter (which is not constrained) is largely
affected because of the interaction. During valve placement
the resulting deformation of the distal section is thus to be
accounted for. Since integrating force sensing at the base
of the distal section is not straightforward (reliable tactile
skins are not available either), current investigations focus
on reversing the method so that forward kinematics and
compliance values can be obtained from shape information
rather than from force measurements. The catheter track-
ing and environment reconstruction schemes presented in
Sec. 5 could serve this purpose.
7.2. Autonomous catheter control -
minimum-energy approach
Obtaining a sufficiently accurate kinematic map that is
needed to apply the approach of SubSec. 7.1 for the entire
robotic catheter requires detailed knowledge of all interac-
tions between the robot and the vasculature. Such inter-
actions are complex, intrinsically distributed and depend
on the properties of both catheter and environment. In
the absence of adequate tactile skins, an approach based
on a quasi-static predictive model37 was progressed. The
method follows a minimum energy argumentation to pre-
dict changes of catheter shape upon varying robot/catheter
actions. For a given input command the catheter will take
in a new equilibrium configuration where the combined de-
formation energy of catheter and vessel wall is minimal.
The input-output space40 is probed by applying a number
of virtual input commands and recording the correspond-
ing outputs, i.e. catheter motions. From this the differential
kinematics under the form of a Jacobian matrix is derived.
The Jacobian’s inverse is then used to estimate the ap-
propriate input command for a targeted output motion.
The proposed approach was verified in 2D and 3D models
in VR. Fig. 20 shows a representative outcome of in-vitro
experiments conducted on a 2-dimensional rigid mockup.
Deviation from the target trajectory, here the vessel center-
line, originated partially from limited accuracy of the shape
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sensing methods that were used here. The limited bending
capabilities of the TactiCAThcatheter formed a second,
more important factor. ote that a full insertion took 734s.
The experiment was conducted in a two-dimensional envi-
ronment since this made it easier to compute the error from
the targeted path. Similar results (and computation times)
were obtained from experiments conducted in the virtual
reality simulator in 3D. In future work this approach is to
be validated on synthetic 3D models as well.
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Figure 20. Autonomous catheter navigation in rigid 2D mock-
up; catheter with single bending segment and bending angle
limited to [−55°;50°]. [right up] View on CASCADE platform.
The camera viewer displays the detected catheter contours and
centerline (green lines). The catheter centerline is registered to
the mesh coordinate frame and sent to the minimum energy
model and associated controller. The registered catheter shape
is visible as red tube in 3D viewer; [left] tip position (red line)
and target path (black line); [bottom] Tracking errors: Hausdorff
error, mean error, standard deviation, RMS error respectively:
eh=12.073mm, em ± std=4.0± 2.032 mm and erms=4.756mm.
7.3. Autonomous catheter control: a
data-driven approach
Machine learning techniques can be adopted to learn the
input-output behaviour of the catheter inside vessels of
artificial mock-ups directly from the data. A data-based
catheter steering method103,104 was proposed and tested
in a 2D deformable aorta mock-up. Whereas the methods
have been applied on a cable-driven catheter TactiCath,
the proposed approaches are more general and transfer also
to highermentioned McKibben-based catheters.
The catheters are modelled using joint probability den-
sities, which are represented by mixture of Gaussians. A
Dynamic Gaussian Mixture Model (DGMM) served for
probabilistic representation. DGMM is the extended ver-
sion of the standard Gaussian Mixture Model (GMM),
which allows dynamic variation of the number of Gaussian
components in the model.103 This helps capturing multi-
ple relationships among variables of the catheter model.
Additionally, the online methods implemented in DGMM
allow updating the model incrementally as more data is ac-
quired, making DGMM a good candidate for a system that
learns continuously. During training of the joint probability
distribution, different features of the catheter such as the
catheter tip position, the catheter shape and the bending
angle are captured and used as input data to the model.
The trained model and steering approach are tested by a
centerline following experiment in a 2D deformable aorta
mock-up. The detected features of the catheter and the
experimental results are shown in Fig. 21. The mean Eu-
clidean distance of the catheter tip is 7.63 mm. Due to fric-
tion and hardware limitations the error rises up to 12.2 mm
at specific locations along the trajectory. Currently work is
ongoing to train the McKibben-based catheter to navigate
through the 3D deformable model.
Figure 21. In-vitro experiment of autonomous catheter naviga-
tion in a 2D deformable mock-up, with single bending segment
and bending angle limited to [15°;70°]. [left] The camera image
displays the detected catheter distal section (red line), catheter
tip (red dot), catheter body (blue line) and aorta centerline
(green line); [right] The tracking error is calculated between the
catheter tip and the aorta centerline after each steering action.
8. Conclusions and future work
Advances in miniaturized surgical instrumentation and
control are key to less demanding and safer medical inter-
ventions. This paper reports on the progress that has been
made within the EU-funded CASCADE project; progress
in terms of a number of key technologies that lead to
autonomous catheter steering. Novel catheters actuated
by fluidic muscles have been built showing operational
bandwidths higher than 8Hz and excellent controllability.
Equiped with a combination of proprio- and exteroceptive
sensors these catheters allow estimating the own shape, but
also reconstruction of the surrounding vasculature. Relying
on these embedded sensors, a fully automatic registration
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method is proposed. Without requiring any user input the
method automatically registers a pre-operative mesh while
the catheter is advanced through the vessel. New methods
to estimate the 3D catheter shape relying on EMT and
fusing EMT with fluoroscopy have been presented. With
rms-errors in VR below 3mm, validation in a clinical set-
ting is desirable. SCEM and SCEM+ are two algorithms
that allow intra-operative vessel reconstruction based on
IVUS and EMT. These algorithms offer a.o. intra-operative
updates of the deformed vessel centerline, which can then
be used to e.g. update mechanical vessel models. From the
developed FEM methods it becomes then possible to es-
timate detailed stress levels during the intervention and
re-plan trajectories if needed. Further efforts on collision
detection are needed to actually get this functionality avail-
able in real-time. An updated vessel representation can fur-
ther help estimating the exact location of risk prone areas
in the vessel. Machine learning methods were developed to
automatically detect calcification in pre-operative CT, or
relying on IVUS, to detect the location of side branches. A
series of experiments was set up to get a grasp of steering
skill that is displayed by expert surgeons. From teleopera-
tion experiments and study of fluoroscopic images during
actual interventions the characteristics of catheter handling
were analysed. A technique was developed to automatically
identify the different episodes during a surgical interven-
tion. Further study is needed to quantify episode-specific
characteristics. Finally, new control algorithms were devel-
oped to control the distal catheter tip with a constraint-
based approach, or to control the entire catheter based on
minimum-energy or machine learning methods. Whereas
the force control performance of the former was demon-
strated when interacting on a 3D soft environment, lat-
ter methods were only demonstrated on 2D rigid and de-
formable mockups. Currently experiments on a 3D setup
with the novel catheters are being conducted.
The route proposed by CASCADE is one that reduces
the invasiveness of catheter-based procedures. Not only by
limiting the dependency on damaging imaging techniques,
or shortening the execution time, but also by offering bet-
ter control over the interaction between catheter and the
vessel. Latter is necessary to reduce risks for calcium or
plaque dislogement and puncturing of the vessel. This calls
for detailed up-to-date models of the catheter and the ves-
sel and superior control over the catheter itself. While fully
autonomous catheter steering is neither feasible on the mid-
term, nor desirable, progress presented in this paper on
some key technologies could prove useful on a shorter term.
Further efforts will therefore be focused on verification and
validation of the individual and combined technologies in
more realistic settings. It is believed that also the newly
developed synthetic and VR testbeds could find good use
to train surgeons or validate new instruments. We are cur-
rently looking at setting up hybrid testbeds where infor-
mation from VR augments the synthetic testbeds offering
increased levels of immersiveness and realism, establishing
an even better environment for prototyping and validation.
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